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NATIONAL CHEMICAL LABORATORY  INEL
(Council of Scientific & Industrial Research)

Dr. Homi Bhabha Road, Pune - 411 008. India.

July 14, 2004

Mr. Chetan Tapadia .
Relique Technologies

35/D, Senadatta Peth
Pune 411 030

Subject : Efficacy test for sterile air
Dear sir,

The procedure for testing :

Two sets of samples were collected for checking sterility efficacy of the apparatus
provided. Lab space 20 x 20 ft was used for the experiment. Steromax air sterilizer
was used to produce sterile air in the above room for two different time intervals: 2
hrs and 18 hrs. Sterile nutrients plates (Malt extract veasty extract glucose peptone
agar and Nutrient agar) were exposed for 15 min before and after test period.
Number of colony forming units (CFU) were noted after incubation of plates after 72
h at room temperature.. Experiment was carried out in duplicates.

Set 1: Microbiological count before and after operation of Steromax air sterilizer for
18 h
(without human interference)

Medum used CFC before CFC afier 18 h sterilization by

sterilization using steromax
MGYP 15 i
NA 14 8

met 2: Microbiological count before and after operation of Steromax air sterilizer for 2 h
(with human interference)

Medium used CFC before stertlization | CFC after 18 h sterilization by
using steromax

MGYP 15 i

NA 30 3

Results: As per above Table.
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